RECEIVED
By Carof Day ot 9:32 am, Jun 17, 2013

MISSOQURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

'} BREATH ALCOHOL PROGHAM

DATAMASTER MAINTENANCE REPORT

REPORTY #6

Compiste this reporl at the lime of the regular monthly prevenlive malnlenance check (nol o exceed 35 days).
Complels this raport whenever the instrument is serviced or repalred and whenever it Is placed Into service,
Retain tha orlginal and send a copy within 15 days 1o the Braeath Afcohol Program, DHSS.

DATAMASTEN SN HAME OF AGENCY DATE OF INSPECTION
9500685 Toad Cove Zone Office, Lake Ozark 06/11/2013
LOCATION OF INSTRUMENT {STREET AND CITY) TIE OF INSPECTION
2820 North Shamrock Road, Jefferson City 15:21

CHECKLIST: Place a mark in the hox by each llem ii found 1o ba satisfaclory or if operating wilhin establishaed limils. (Write in observed values
where detarmined.) Unmarked ltems must be correcied belora using inslrument.

i DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from prinlout) 06/11/2613 @ 15:21

COMPUTER DETECTOR

PROGRAM FILTERS

QUARTZ STANDARD

HEATERS SAMPLE CHAMBER ____ *80°C

FLOW DETECTOR CALIBRATION

PUMP HIGH SPEED i/l PRINTER
) INDICATOR LIGHTS
SIMULATOR SOLUTION SUPPLIER __Guih Laboratories __LOT# 11220 EXP. DATE _ 10/24/2013
¥} SIMULATOR TEMP {34°C  0.2°C) +34.00°C SIMULATORSN . DRS375 Exp OATE _ 04/15/2014

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run lhree lests using a slandard solution. All three lesls must be wilhin £5% of the standard value and must have a spread of ,005 or
lass. Mark the box corresponding to the slandard solution belng used. {(PRINTOUT ATTACHED)

0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[ 10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST | w 100 TEST 2 = 099 TESTaw 00

¥} PERFORM R.F). TEST (PRINTOUT ATTACHED}

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [(0-.04) 0 {.05-.09) 0 {10-,14} 0 {.15-,19} 0 OVER .19 g

LIST ANY HEW PARTS AND DESCRIBE ANY ALTEAATION O MODIFICATION THAT WAS MADE TO AESTORE THE INSTRUMENT TO OPERATE SATISFACYORILY AND WITHIN ESTABLISHED UKITS
{USE QTHER ${DE IF KECESSARY).
Replaced CPU PC board and U24 on same. Adjusted A/D veltage on CPU PC board. Replaced printer driver £C board. Calibrated Instrumenl.

INSPECTING OFFICER
SIGNATURE

PRINT FULL NAME
Dewayne D. Carver

TELEPHONE NUMBER
(673) 751-4722

05/01/2816

Breath Afcchol Program, MO Depariment of Health and Senior Services, Southaast Dlistrict Ofice
2875 James Bivd,
Poplar Biufi, MO 63901

AN ECUAL OPPORTUR T YAF FHMAEIVE AR THON EMPLOYER
sardces pravided 0 f rordtsc Tmofy bass

RETURN COMPLETED REPORT TO THE:

140 5501458 (2 08) LAD 1ts



GUTH LABORATORIES, INC.

50 HORTH 67th STREET © HARRISBURG, PA 17111- 4511 @ YELEPHONE: 717-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 11220 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 27, 2011, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and fownd to contain
0.1205% (wivol) ethyl alcohol. The expiration date for this lot
~ number is October 24,2013 at 11:59 DM,

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol

| analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC,

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNIG2408-02 whose
values are traceable 10 NIST.

All balances are callbrated annuatly by an outside agercy using NIST traceable weights.
Calibration verification is dane prior 1o each use utilizing NIST tracéable weights.
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FACE THIS SIDE DOWN - THIS EDGE IN FlRS'I"§

OFFICER 1.T.3

BAC DataMaster
Evidence Ticket

HISSOURT. STATE HIGHWAY FRTROL

BAC TATAMASTER SERIAL HUMBER 956855

CBEs1113

CTERTING GFFICER:

'HE%EExDEMﬁ”HEfB'
cdl
FERMIT HUMEER: E201m1
EXFIERTION DATE: 85-28-15
MIXCELLRHEQUS DATA:
. 185 ¥HPDE.HEEUPHPi CHECK
GUTH LARS LOT. 11228 £XP 19/2472

~-~ SUFERVISOR MODE —-

BLAME TEST . B
ITHTERHAL. STAMDARD 'CPIFIEH
EATERHAL, STRMDARD - - 158
BLEME TEZT - : . FRR
EXTERNAL ZTAMDART W E99
BLAEMK TELST : pisin
EXTERMAL. ZTAMDARD - 180
BLAMK TEXT B8
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' i BLAMKE TEST

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MISEOURT STATE HIGHWAY PRTROL

EHP TETAMASTER SERTAL HUMBER 9508A5

BEA11713

REREST TIME: B9:em
RHEJFET HAME:

ﬂ”ﬁ» Atefleont 2B N

STATED, L.t Ried
RRRESTING OFFICER:

ﬂrfIIEﬁ 1.0, ¥
TESTINR DFFICER:
- DARVER-TIEWAYME AT
OFFICER T.T, 0 4
FEEMIT HUMEFR: 236151
E¥RIRATION DATE: 65<25-15
MISCELLAMEDUS TRTA:

BEY TEST

~-~ BREATH AMALYSTS ~--

.
TMTERMAL STAHDRED YERIFIED
SURJECT SHHFLE . R

RAGIO THTERFEREMLE

Ratess]
151749
15176
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